
 

 

 

Underwriters Laboratories (UL LLC) 
Safety Certification Report 

 

Model: IMA-X600-Y-ZZZZZ (where X = C or S, Y = 12, 24, 28.5 or 48, Z = 0-9 or A-
Z or blank) 

Device Description: Switching Power Supply for Building In 

Applicant: DELTA ELECTRONICS (THAILAND) PUBLIC CO LTD 

909 SOI 9, MOO 4,PATTANA 1RD 

BANGPOO INDUSTRIAL ESTATE (E P Z) 

TAMBOL PHRAKSA AMPHUR MUANG 

SAMUTPRAKARN  10280 THAILAND 

    

Manufacturer: Same as Applicant 

 

    

Manufacturing 
Facility(ies): 

Same as Applicant 

 

    

Report No.: E325662-D1010-1/A0/C0-UL 

Report (Re)Issue Date: 2017-12-18  
 

Base Standard(s): ANSI/AAMI ES60601-1:2005/(R)2012 and A1:2012, C1:2009/(R)2012 and 
A2:2010/(R)2012,  CAN/CSA C22.2 No. 60601-1:14 

Additional Standards: EN 60601-1:2006/A1:2013/A12:2014 

  

Report Types: This report consists of the following report types: 

 [ Yes ] US Certification (UL Recognition) 

 [ Yes ] CAN Certification (cUL Recognition) 

 
This report covers the Safety evaluation of the referenced model(s) according to the standard(s) specified 
above. 
  



NOTICE OF COMPLETION 
AND 

AUTHORIZATION TO APPLY THE UL MARK 

This is an electronically generated letter. Signatures are not required for this document to be valid.  Page 1 of 1 

 2019-08-26 
 
MR. RAWUT WAIYA 
DELTA ELECTRONICS (THAILAND) PUBLIC CO LTD 
909 SOI 9, MOO 4,PATTANA 1RD  
BANGPOO INDUSTRIAL ESTATE (E P Z)  
TAMBOL PHRAKSA AMPHUR MUANG 
SAMUTPRAKARN, 10280, TH  
 
Our Reference: File E191395, Vol X6 Project: 4789108225 
Project Scope: UL + CUL & CB 62368-1 Investigation for Switching Power supply, Model IMA-

X600-Y-ZZZZZ 
 

 
Dear MR. RAWUT, WAIYA: 
 
Congratulations!  UL's investigation of your product(s) has been completed under the above Reference 
Number and the product was determined to comply with the applicable requirements.  This letter 
temporarily supplements the UL Follow-Up Services Procedure and serves as authorization to apply the 
UL Mark at authorized factories under UL's Follow-Up Service Program.  To provide your manufacturer(s) 
with the intended authorization to use the UL Mark, you must send a copy of this notice to each 
manufacturing location currently authorized under File E191395, Vol X6. 
 
Records in the Follow-Up Services Procedure covering the product are now being prepared and will be 
sent in the near future.  Until then, this letter authorizes application of the UL Mark for 90 days from the 
date indicated above. 
 
Additional requirements related to your responsibilities as the Applicant can be found in the document 
“Applicant responsibilities related to Early Authorizations” that can be found at the following web-site: 
http://www.ul.com/EAResponsibilities 
 
Any information and documentation provided to you involving UL Mark services are provided on behalf of 
UL LLC (UL) or any authorized licensee of UL. 
 
We are excited you are now able to apply the UL Mark to your products and appreciate your business.  
Feel free to contact me or any of our Customer Service representatives if you have any questions. 
 
Very truly yours, Reviewed by: 
  
Patty Li Bruce A. Mahrenholz 
Senior Project Engineer CPO Director 
Patty.Li@ul.com Bruce.A.Mahrenholz@ul.com 
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